The American Society for Gastrointestinal Endoscopy (ASGE) Technology Committee provides reviews of existing, new, or emerging endoscopic technologies that have an impact on the practice of GI endoscopy. Evidence-based methodology is used, performing a MED-LINE literature search to identify pertinent clinical studies on the topic and a MAUDE (US Food and Drug Administration Center for Devices and Radiological Health) database search to identify the reported adverse events of a given technology. Both are supplemented by accessing the "related articles" feature of PubMed and by scrutinizing pertinent references cited by the identified studies. Controlled clinical trials are emphasized, but in many cases, data from randomized controlled trials are lacking. In such cases, large case series, preliminary clinical studies, and expert opinions are used.
The American Society for Gastrointestinal Endoscopy (ASGE) Technology Committee provides reviews of existing, new, or emerging endoscopic technologies that have an impact on the practice of GI endoscopy. Evidence-based methodology is used, performing a MED-LINE literature search to identify pertinent clinical studies on the topic and a MAUDE (US Food and Drug Administration Center for Devices and Radiological Health) database search to identify the reported adverse events of a given technology. Both are supplemented by accessing the "related articles" feature of PubMed and by scrutinizing pertinent references cited by the identified studies. Controlled clinical trials are emphasized, but in many cases, data from randomized controlled trials are lacking. In such cases, large case series, preliminary clinical studies, and expert opinions are used. Technical data are gathered from traditional and Web-based publications, proprietary publications, and informal communications with pertinent vendors. Technology Status Evaluation Reports are drafted by 1 or 2 members of the ASGE Technology Committee, reviewed and edited by the Committee as a whole, and approved by the Governing Board of the ASGE. When financial guidance is indicated, the most recent coding data and list prices at the time of publication are provided.
For this review, the MEDLINE database was searched through February 2016 for articles related to endoscopy in patients by cross-referencing the key words "endoscopic ultrasound" or "EUS" with "fine needle aspiration," "fine needle biopsy," "cytology," "histology," "tissue acquisition," "fine needle injection," "neurolysis," "endomicroscopy," "stent," "fiducial," and "ablation." Reference lists from relevant publications were also searched. Technology Status Evaluation Reports are scientific reviews provided solely for educational and informational purposes. Technology Status Evaluation Reports are not rules and should not be construed as establishing a legal standard of care or as encouraging, advocating, requiring, or discouraging any particular treatment or payment for such treatment.
BACKGROUND
Since the publication of the last Technology Status Evaluation Report on devices for use with EUS in 2007, 1 several additional devices have been introduced. Initially, most EUS devices were needles, primarily for performing FNA. Newer EUS devices have expanded the capabilities of the endoscopist to include tissue acquisition for histologic evaluation, in vivo microscopy, fiducial placement, and EUS-based therapeutic interventions. This report will review the devices for use with EUS that are currently approved for marketing in the United States (Video 1, available online at www.VideoGIE.org).
TECHNICAL CONSIDERATIONS
The EUS devices presented in this report are all used with linear array echoendoscopes because image guidance is necessary to visualize the device as it is advanced to the target structures. The imaging plane of radial echoendoscopes is perpendicular to the axis of the endoscope; therefore, radial echoendoscopes cannot be used to guide the advancement of devices through the accessory channel.
EUS-FNA devices
A variety of single-use EUS-guided FNA (EUS-FNA) needle devices are available in 19G, 22G, and 25G configurations (Table 1) . They are composed of a hollow needle with a solid removable stylet, a semirigid protective sheath, and a handle with a port for stylet insertion or withdrawal and attachment of a vacuum syringe. FNA needles and sheaths are composed of a variety of materials including aluminum, stainless steel, chromium-cobalt, and nitinol. All currently available needles are modified by laser etching, mechanical dimpling, or sandblasting of the leading tip (typically 1-2 cm) to enhance their echogenicity for ultrasound The FNA needles are preloaded with a blunt stylet, which may protrude beyond the tip of the needle by 1 to 2 mm in some needles. Stylets enhance the rigidity of the needle during advancement through tissue to the target structure and protect the endoscope channel. Many manufacturers suggest withdrawing the stylet by a few millimeters before needle advancement to fully expose the sharp bevel at the needle tip. No data exist to demonstrate superiority of one stylet tip over another. On some devices the stylet can be fixed in place within the needle by use of a Luer lock at the proximal end, whereas on other devices the stylet is loosely held in place by a notched cap.
The device handle consists of several rigid plastic interlocking cylinders and is affixed to the echoendoscope by use of the Luer lock at the accessory channel port to enhance device stability during use. The handle assembly allows for controlled and measured advancement of the needle from within the protective sheath into the organ or structure of interest. Handles typically have markings at 1-cm intervals to allow the depth of penetration of the needle to be monitored (although this distance can also be seen and measured endosonographically). Most needles can be advanced up to 9 cm. All devices come equipped with an adjustable "needle stopper" that limits advancement of the needle to a desired depth of insertion and prevents advancement completely during insertion and removal of the entire device into the echoendoscope as a safety precaution. The needle is advanced out of the sheath and advanced into the target under direct ultrasound guidance. Once advanced into the target, the stylet is removed, and fluid, tissue, or both can be aspirated or therapeutic agents or contrast media can be injected.
The EUS-FNA needles come with 10-or 20-cc syringes with locking mechanisms to hold the withdrawn plunger at different levels and maintain various amounts of suction. A stopcock attached to the tip of the syringe assists in creating and holding the vacuum. Once the needle tip is in the target lesion and the stylet is removed, the suction syringe is locked onto the needle handle, and the stopcock is opened for suction to be transmitted to the needle tip. When sampling of the target lesion is completed, suction is terminated by closing the stopcock or removing the suction syringe to avoid aspirating luminal contents as the needle is withdrawn from the target back into the needle sheath. When aspirating a cystic lesion, vacuum suction is used to aspirate fluid and to obtain cells from the cyst wall. Standard Luer lock syringes can also be used to manually create suction.
The BNX needle (Medtronic, Sunnyvale, Calif) differs from other FNA devices in that the needle is advanced within a delivery sheath that is capable of accommodating different gauges of needles for use during the same procedure. After FNA of the target lesion has been performed, the needle is removed by pushing a release button, and the delivery sheath is left in place within the accessory channel of the endoscope. Upon withdrawal of the needle through the handle, the needle tip is automatically covered with a safety sheath to prevent inadvertent needle tip injury to the endoscopy team. The same needle or a different needle of variable gauge can then be reinserted through the delivery sheath to perform additional needle passes. Clinical results and comparative studies of FNA technique. EUS-FNA has high and well-established sensitivity and specificity for evaluation of solid pancreatic masses, with a diagnostic sensitivity of 0.87% (95% confidence interval [CI], 0.86-0.88) and specificity of 0.96% (95% CI, 0.95-0.97). 2 
Comparisons of different suction techniques.
There is variation in clinical practice on the use of the stylet and application of suction. The capillary technique uses slow stylet withdrawal while the needle is moving within the target lesion to generate a small amount of suction. Inconsistent diagnostic results for solid pancreatic masses have been reported with the use of suction, stylet withdrawal, and no suction. One trial comparing suction versus no suction found higher diagnostic accuracy with suction (82.4% vs 72.1%; P Z .005). 3 Another trial found greater sensitivity with the use of suction (0.86% vs 0.67%). 4 In contrast, other studies identified increased sensitivity with slow stylet pull (capillary technique) with 25G needles, 5 and another study identified no difference in outcomes between slow stylet pull and suction with 22G needles. 4, 5 When performing lymph node aspiration, the addition of suction was found to increase the blood in the sample with no benefit in diagnostic yield. 6 A systematic review evaluating the role of suction in the performance of EUS-FNA recommended the use of suction for EUS-FNA of pancreatic masses but not for EUS-FNA of lymph nodes. 7 Comparisons of different stylet techniques. The presence of the stylet within the needle at the time of the target puncture has not been found to affect the adequacy of the samples or the diagnostic yield of malignancy. 7 Two prospective randomized trials evaluating EUS-FNA of solid lesions reported no difference in bloodiness (25.1% vs 24.4% and 17% vs 14%) or in diagnostic yield of malignancy (40% vs 34.2% and 23% vs 28%), with and without a stylet, respectively.
8,9
Comparisons of different needle gauges. Studies comparing needle sizes have indicated similar overall diagnostic yields. 10 A comparison of 19G and 22G needles identified no difference in diagnostic yield for pancreatic and peripancreatic lesions. 11 No difference was found in the diagnostic yield between 22G and 25G needles in subepithelial lesions, although this may be influenced by the small study size (80% for 22G vs 60% for 25G). A single-center retrospective study evaluating FNA of pancreatic and nonpancreatic lesions using a 19G needle demonstrated a high diagnostic yield (>95%).
14 However, difficulty in advancing 19G needles has been reported when the endoscope is highly torqued or angulated, as is often the case in the second portion of the duodenum while accessing the head/uncinate regions of the pancreas. Nineteen-gauge needles made of nitinol (19G Flex, Boston Scientific, Marlborough, Mass) and the BNX 19G needle (Medtronic, Sunnyvale, Calif) are more flexible and may potentially be advantageous in these situations, but there are no published data to confirm this. For liver biopsies, EUS-FNA using 19G needles has a diagnostic yield of 91% to 98%, with a comparative study indicating yields comparable to percutaneous and transjugular approaches. [15] [16] [17] EUS fine-needle biopsy devices Core tissue sampling allows the ability to perform molecular studies and aids in the diagnostic evaluation of cases that benefit from tissue histologic examination, such as Hodgkin's lymphoma and autoimmune pancreatitis. Core tissue samples for histologic examination may be inconsistently obtained when FNA is performed with standard larger-bore FNA needles. The TruCut needle (Cook Medical, Winston-Salem, NC) was the first EUS needle introduced specifically to obtain core tissue samples. This device is no longer available, but 2 new fine-needle biopsy (FNB) devices have been designed with modifications of the distal portion or tip of the needle, to facilitate acquisition of core samples. The ProCore (Cook Medical) needle has a core trap cutout with a reverse bevel near the needle tip that facilitates additional tissue sampling (Fig. 1) . ProCore needles are available in sizes of 25G, 22G, 20G, and 19G. The BNX SharkCore (Medtronic, Sunnyvale, Calif) has a parallel geometry with 2 cutting edges at the needle tip to facilitate tissue sampling (Fig. 2) . It is available in 25G, 22G, and 19G diameters. The Boston Scientific Acquire needle is available in 22G diameter.
The 25G ProCore needle was found to have a diagnostic accuracy of 96% for solid pancreatic masses, and core samples were identified in 32% of patients. 18 The 22G ProCore needle was found to provide diagnostic histologic examination in 88.5% of solid pancreas masses. 19 A study of the 19G ProCore needle in 114 lesions indicated an overall 85% diagnostic accuracy, with histologic examination obtained in 89.5% of cases. 20 Comparative studies between FNA and FNB needles. A systematic review analysis of 10 studies comparing FNA with FNB sampling identified no difference in diagnostic yield in 6 studies and a superior yield with FNB in 4 studies. 7 A meta-analysis comparing the ProCore FNB needle with standard FNA needles in 576 patients found no significant difference in diagnostic accuracy (85.8% vs 86.2%, odds ratio 0.88, P Z .53) or rate of histologic core specimen acquisition (77.7% vs 76.5%, odds ratio 0.94, P Z .85), respectively. The mean number of passes required for diagnosis, however, was significantly lower when using the ProCore needle (standardized mean difference, 1.2, P < .001). 21 One study comparing the EchoTip Ultra (Cook Medical) 22G FNA needle (5 passes) withthe EchoTip ProCore 22G FNB needle (2 passes) in the evaluation of the same solid pancreas masses in 32 patients found a significantly lower yield with the ProCore needle. 22 In that study, the ProCore needle samples were processed as a histopathology sample, and tissue fragments were not identified in approximately one-fourth of patients. Additional data regarding the optimal processing of FNB samples are needed. A study comparing the 22G Expect FNA needle (Boston Scientific) with the 22G Cook ProCore needle found diagnostic sufficiency of 100% with FNA and 89.3% for FNB (P Z .24). The 22G biopsy needle obtained a histologic specimen in 80% of cases, with a 3.6% technical failure rate. 23 In a series of 22 subepithelial lesions greater than 2 cm in size, 22G FNB needles were compared with 22G FNA needles. The FNB needles demonstrated greater diagnostic sufficiency (75% vs 20%), and more frequently produced histologic cores with 3 needle passes (92% vs 30%, P Z .006). 24 A randomized crossover trial found no difference between FNA and FNB needles in the sampling of pancreas masses; however, in nonpancreatic lesions, the diagnostic yield of EUS-FNB was higher than that of EUS-FNA (88.2% vs 54.5%, P Z .006). Crossover from FNA to FNB was found to be successful in 27 of 28 cases (96.5%, P Z .0003). 25 A systematic review recommended considering EUS-FNB for tissue sampling of nonpancreatic mass lesions, when immunohistochemistry is required, and as a salvage technique after inadequate FNA samples. 7 
Access needle
EUS-guided access to extraluminal structures such as the bile duct, pancreatic duct, or pancreatic fluid collections has been reported. [26] [27] [28] [29] [30] [31] A 19G needle has been specifically designed for this particular application (EchoTip Ultra High Definition Ultrasound Access Needle, Cook Medical), consisting of a sharply beveled stylet that is used for puncture and removed once access to the desired target has been obtained (Fig. 3) . After removal of the beveled stylet, the remaining needle tip is blunt, and this may prevent trauma and reduce the incidence of guidewire shearing. The needle diameter allows passage of a 0.035 inch guidewire. Studies evaluating the safety and efficacy of EUS-guided access using this device compared with standard EUS-FNA needles have not been published to date.
Celiac plexus blockade and neurolysis needle
Celiac plexus blockade (CPB) is performed to provide temporary pain relief, usually via the injection of a local anesthetic agent combined with a steroid via an FNA needle. Celiac plexus neurolysis (CPN) involves the injection of a local anesthetic followed by injection of ethanol to permanently ablate nerve tissue. 32 Most reports to date have described the performance of these injections through available standard EUS-FNA needles. [33] [34] [35] A 20G needle specifically designed for EUS-guided CPB and CPN (EchoTip Ultra Celiac Plexus Neurolysis Needle; Cook Medical) differs from other EUS needles in that it has a solid, sharp, conical tip and an array of side holes for radial delivery of the desired agent into the region of the celiac plexus, the perineural space, or both (Fig. 4) . Studies evaluating the efficacy of CPN using this device compared with standard EUS-FNA needles have not been published.
Cytology brush
A cytology brush is available for dedicated use through echoendoscopes (EchoBrush; Cook Endoscopy) and comprises a disposable, modified EUS-stylet with a 1 mm Â 5 mm brush at its leading end that passes through the lumen of the Cook 19G FNA needle.
Several clinical studies have used this device to sample pancreatic cystic lesions. [36] [37] [38] [39] [40] In a study of 37 patients with pancreatic cysts at least 20 mm in maximal dimension, standard FNA using a 19G FNA needle for aspiration of cyst contents was followed by EUS-guided brush cytology of the cyst interior using the EchoBrush. 38 The use of the cytology brush increased cytologic yield, with 3 cases (8%) of highgrade dysplasia identified only on brushing specimens. Another study compared the cytologic yield of the EchoBrush (47 patients) to EUS-FNA using a 22G EUS-FNA needle (80 patients) in pancreatic cysts of varying size. 37 The use of the EchoBrush resulted in a cytologically adequate sample in 85.1% of cases compared with 66.3% for the EUS-FNA group (P Z .023). (Fig. 5) . A pilot study using another microforceps not marketed in the United States reported the feasibility of obtaining tissue from solid pancreatic lesions for histologic evaluation. 41, 42 Seventeen patients underwent a median of 3 passes, with 67% tissue acquisition per pass and 100% per session. The diagnostic accuracy was 88% per pass and 94% per session. Studies evaluating the diagnostic yield of microforceps compared with other EUS-guided tissue sampling methods have not been published.
Needle-based confocal laser endomicroscopy probe
The AQ-Flex 19 (Mauna Kea Technologies, Paris, France) is a probe designed to be advanced through a 19G EUS-FNA needle to perform needle-based confocal laser endomicroscopy (nCLE) (Fig. 6) . A laser scanning unit (Cellvizio, Mauna Kea Technologies) is required to perform nCLE, and 2.5 to 5 mL of 10% fluorescein is typically administered intravenously immediately before imaging to provide vascular contrast. The depth of imaging is 40 to 70 mm, the maximal field of view is 325 mm, and resolution is 3.5 mm. The probe can be reused after highlevel disinfection; software limits the use of each probe to a maximum of 10 examinations. Studies to date have largely evaluated nCLE performance in imaging the wall of pancreatic cystic lesions and are summarized in an ASGE Technology review of CLE. 43 A recent study of nCLE in 33 patients with pancreatic cysts reported sensitivity and specificity of 69% and 100% for serous cystadenoma, 91% and 95% for mucinous cysts, and 43% and 100% for pseudocysts. 44 
Radiofrequency ablation catheter
A radiofrequency ablation (RFA) catheter designed to be passed through a 22G or 19G EUS-FNA needle has recently been approved for use by the US FDA for cauterization and coagulation of tissue under EUS guidance (Habib EUS-RFA probe; EMcision, London, United Kingdom). The RFA probe is a 1F (0.33 mm) diameter, monopolar wire with a 20-mm segment at the tip of the wire where current is conducted (Fig. 7) . The RFA probe is compatible with any of the existing electrosurgical generators. A small multicenter pilot study evaluated this device in 8 patients with pancreatic neoplasms, including pancreatic cystic neoplasms (6 patients) and neuroendocrine tumors (2 patients). 45 This study demonstrated the feasibility of EUS-guided RFA; however, given the limited number of patients in this study, it is not possible to make any substantial conclusions regarding the efficacy or safety of the treatment.
Fiducials
EUS-guided fiducial placement is performed to assist image-guided radiation therapy (IGRT). 46 The use of fiducial markers placed within pancreatic tumors has been demonstrated to result in less positional variation compared with the use of bony anatomy for IGRT. 47 Currently, EUS-guided gold fiducial marker placement requires backloading of the fiducial into the tip of a 19G or 22G needle, followed by sealing of the needle tip with bone wax. This process is time-consuming, cumbersome, and carries the risk of needle-tip injury. Dedicated EUS needles that are preloaded with fiducials have recently been developed. The Echotip fiducial needle (Cook Medical) is a 22G needle that is preloaded with 4 gold fiducials (Fig. 8) . In addition, Medtronic has developed 19G and 22G EUS fiducial needles that can be used with their BNX delivery system, with each needle containing 2 gold fiducials (Fig. 9) .
Stents
Historically, EUS-guided drainage of intra-abdominal fluid collections has been performed primarily with the use of plastic and metal biliary stents designed for use with ERCP. The AXIOS Stent (Boston Scientific) is a lumen-apposing metal stent that is placed under EUS guidance (Fig. 10) . 48 The stent is made of nitinol wire and is fully covered. It is available in diameters of 10 and 15 mm. The stent has 2 disk-shaped flanges, separated by 10 mm, designed to achieve tissue apposition and decrease the risk of migration. The 10.8F AXIOS stent delivery system has a hydrophilic coating and is advanced through the working channel of a therapeutic echoendoscope to the fluid collection over a previously placed guidewire after dilation of the transmural tract. Once the delivery system is advanced into the fluid collection, the distal flange of the stent is deployed. The stent is then retracted so that the distal flange is pulled against the cyst wall. The proximal flange is then deployed within the lumen of the GI tract, and the delivery system is then withdrawn. Tract dilation and use of a guidewire are not necessary withthe AXIOS electrocautery enhanced system (Boston Scientific), which has a monopolar electrocautery element at the tip of the delivery system that can cut through the lumen wall. The efficacy of the AXIOS stent has been evaluated in a multicenter study of 33 patients with pancreatic fluid collections. Successful placement of the AXIOS stent was possible in 30 (91%) of patients, with resolution of pancreatic fluid collections in 28 (84%) patients. 49 Stent migration was observed in a single patient. EUSguided gallbladder drainage using the AXIOS stent has been reported in patients who were not surgical candidates. [50] [51] [52] In a multicenter, prospective trial of 30 patients, successful deployment of the stent into the gallbladder was possible in 90% of patients.
52

SAFETY EUS-FNA devices
EUS-FNA has a low overall adverse event rate. 7 Adverse events such as bleeding, bacteremia, and pancreatitis occur in less than 2% of all patients undergoing FNA. 53, 54 A systematic review assessing the morbidity and mortality associated with EUS-guided FNA demonstrated a 0.98% overall rate of EUS-FNA-specific morbidity. 54 
Fine-needle biopsy devices
Studies evaluating the safety of FNB devices have shown no significant difference in rates of adverse events compared to FNA devices. 23, 24, 55 In a comparison of 22G FNA and FNB devices used to sample solid pancreatic masses, the rate of adverse events was 1.7% and 5.2%, respectively (P Z 1.0) with a case of mild pancreatitis in the FNA group and mild bleeding and a gastric wall hematoma at the puncture site in the FNB group. 55 Celiac plexus blockade and neurolysis EUS-guided CPB and CPN have low reported rates of adverse events. A study of 189 EUS-CPB and 31 EUS-CPN procedures reported adverse event rates of 1.6% for EUS-CPB and 3.2% for EUS-CPN. 56 Commonly reported adverse events included asymptomatic hypotension for EUS-CPN and post-procedural pain for EUS-CPB. Major adverse events reported for EUS-CPB include retroperitoneal abscess and empyema. 57 Major adverse events reported for EUS-CPN include retroperitoneal bleeding, ischemia, brain abscess, and paraplegia. 57 There are no studies that specifically evaluate the safety of the EUS-CPN needle. A randomized trial of 56 patients undergoing CPB for treatment of chronic pancreatitis compared EUS guidance with fluoroscopic guidance. 58 In that study, 2 patients had diarrhea after EUS-CPB, and 1 patient had postural hypotension after fluoroscopic-guided block. No serious adverse events were reported in either group.
Cytology brush
Adverse event rates of up to 19% have been reported with use of the EchoBrush in pancreatic cysts. 38 One study of 37 patients undergoing EUS-FNA with the EchoBrush reported major intracystic bleeding in 1 patient (2.7%) requiring blood transfusions and angiographic embolization, and acute pancreatitis in 1 patient (2.7%). 38 That study also reported 4 minor adverse events, including postprocedure abdominal pain without biochemical evidence of pancreatitis in 2 patients (5.4%) and self-limited intracystic bleeding in 2 patients (5.4%). Another study of 120 patients undergoing EUS-FNA with the EchoBrush reported 3 (2.5%) cases of self-limited intracystic bleeding and 1 perigastric abscess in an immunocompromised patient. 37 Needle-based confocal laser endomicroscopy probe A multicenter pilot study examining the performance characteristics of nCLE to image pancreatic cysts in 66 patients reported an adverse event rate of 9%, which included pancreatitis (2 patients), transient abdominal pain (1 patient), and self-limited intracystic bleeding (3 patients). 59 
Stents
The safety of the AXIOS stent was evaluated in a multicenter study of 33 patients with pancreatic fluid collections. That study reported an overall adverse event rate of 15%, including abdominal pain (3%), back pain (3%), access-site infection (3%), stent migration (3%), and stent dislodgement (3%). 49 
Other devices
Studies evaluating the safety of the new microforceps, RFA catheter, and EUS fiducial needles have yet to be reported.
FINANCIAL ISSUES
The use of EUS accessories adds cost, time, and risk to procedures. The specific costs of EUS accessories vary widely and are listed in Table 1 . The use of EUS accessories often requires modification in coding practices because additional codes are required, depending on the type of accessory used and the specific context of use. A full list of relevant Current Procedural Terminology codes can be found in Table 2 .
AREAS FOR FUTURE RESEARCH
Further studies are needed to evaluate the safety and efficacy of these new devices and interventions. In particular, the following issues related to existing devices require further study:
Optimal tissue acquisition techniques for FNB Comparative studies evaluating the safety and diagnostic yield of microforceps and other EUS-guided tissue sampling methods Indications, safety, and diagnostic performance of nCLE Indications, safety, and efficacy of EUS-guided RFA Comparative studies evaluating the efficacy, safety, and cost-effectiveness of AXIOS stents compared with conventional plastic stents in the management of pancreatic fluid collections
SUMMARY
The development of dedicated EUS devices has expanded the diagnostic and therapeutic capabilities of EUS to include the ability to obtain tissue biopsy specimens for histologic evaluation, perform in vivo microscopy, place fiducials, and perform EUS-based therapeutic interventions. As experience and data accumulate for these devices, their role in clinical practice will be better defined. Until then, appropriate use of these devices should be based on the available data and clinical judgement.
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